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The purpose of this paper is to show how an ear oximeter can be used to measure the oxygenation of the blood by the lungs with much greater discrimination than is generally appreciated.
There are three stages: the first is to calibrate the oximeter by a practicable method; the second is to use the instrument to construct an oxygen dissociation curve; and the third is to minimize an important source of variability (the oxygen capacity of the blood) by dealing with differences in saturation instead of absolute saturation.
In normal subjects at sea level the arterial 02 saturation is in the range 92 to 98%. Four sources of variability contribute to this wide range of arterial saturation and its consequent lack of discrimination as a means of assessing respiratory function.
First there is variability in the Po2 of the alveolar air (PAo2). This is due chiefly to variation in alveolar ventilation but also to variation in barometric pressure and in the respiratory exchange ratio or respiratory quotient.
Secondly, there is variability in the difference or gradient of 02 pressure between the alveolar air and the arterial blood. This is chiefly due to variation in ventilation: perfusion relationships but also to diffusion, chemical reactions, and 'true' shunts.
Thirdly, there is variability in the relation between arterial Po2 and saturation-that is, variation in the position and slope of the 02 dissociation curve. Fourthly, there is analytical variability. Some of this is, of course, random, but much of it is systematic and stems from variability in the estimate of the 02 'capacity' of the blood which causes error because the 02 saturation is (02 content 0°2 capacity) x 100.
Of these four sources of variability the first can now be readily eliminated by estimating arterial ' (Roughton, Darling, and Root, 1944; Lundgren, 1961) can be developed into quite a precise technique of calibration by rebreathing from a small bag of expired air. Rebreathing not only prolongs the period of observation beyond that which can be tolerated during simple breath-holding but also provides in the bag the partial pressure of the gases in the lung with which the blood is equilibrated. A large change in both Po2 and saturation can be produced so that several sources of variability become unimportant. This large change is compared with that which would be predicted from a standard dissociation curve and the changes in blood Po2 as revealed by analysis of the air in the bag with which the alveolar air and pulmonary capillary blood come into equilibrium.
The changes in alveolar and blood gases during rebreathing are complex, but four points must be made; first, in normal subjects the deep breaths and small inspired-expired concentration differences mean that the composition of the gas in the bag, the inspired air, expired air, and alveolar air all come to be very similar; secondly, in normal subjects the difference in alveolar Po2 and arterial Po2 due to the processes of°2 uptake and ventilation: perfusion imbalance are unimportant'; thirdly, the range of Pco2, pH, and saturation in normal subjects breathing air is so small that, provided a big enough change is produced, average normal values can be safely assumed for the start of the rebreathing procedure; fourthly, the change in blood (H+) or pH can be estimated from the change in Pco2 with sufficient accuracy.
DETERMINATION OF UPPER PART OF DISSOCIATION
CURVE The second procedure makes use of the known relationships between alveolar and endcapillary Po2 and between the 02 saturation of end-capillary and arterial blood in normal subjects.
'This point should perhaps be argued in more detail. There must obviously be some difference between the Po2 and PCo2 of the alveolar gas and the blood leaving the pulmonary capillaries. In the case of C02, using the 'ideal' alveolar air approach, this is negligible by any standards. But in the case of 02 there may be a P02 gradient due to ventilation: perfusion inequality, diffusion resistance, or reaction with haemoglobin. Ventilation: perfusion inequality is unlikely to cause a gradient of importance in this procedure in normal subjects breathing deeply at low levels of saturation with little difference in the gaseous composition of the inspired, expired, and aveolar gas. The other two factors cannot be dismissed but are unlikely to be important. There is no way of estimating accurately their combined magnitude in this unsteady state. Taking Riley's graphical solutions for the Bohr integration and assuming reasonable values for the 02 'diffusing capacity'. arteriovenous saturation difference, and 02 consumption, the largest P02 difference between the alveolar air and the blood leaving the pulmonary capillaries would be about 5 mm. Hg at a P02 of 30 to 40 mm. Hg. This is almost certainly an overestimate, particularly when applied to the conditions during rebreathing when progressive desaturation is taking place. All in all, we think that this 'end-gradient' may cause an underestimate of the change in saturation during the rebreathing procedure of 5 to 10% of the change. This is readily acceptable if the oximeter is used in the way this paper describes.
There are two steps in the reasoning. First, at Po2s over 60 mm. Hg alveolar Po2 is virtually the same as end-capillary Po2, and both can be varied to a known degree by changing the inspired 02 concentration; secondly, the end-capillary 02 saturation is about 1% greater than the arterial (range 05 to 1P5%). This estimate is arrived at as follows: in a normal subject the proportion of wholly or partially shunted blood in the systemic arteries is less than 5% of the total cardiac output (Farhi and Rahn, 1955) . The reduction in systemic arterial saturation (Sao2) at rest due to a 5% shunt (assuming an a-v difference of 30% saturation at rest) would be 1-5% (i.e., hx30=1 -5). The reduction is usually 075 to 1-0%. We can therefore take Sc'o2 as lying between (Sao2 + 0 75) and (Sao2 +1 5), say (Sao2 + 1).
If Sc'o2 is plotted against Pc'o2, a dissociation curve is obtained. We determined the PAo2 ( PC'o2) and observed the Sao2 (_ Sc'O2-1) in normal subjects at rest both while breathing air (Fio2 0-2093) and a low 02 mixture (Fio2 0 1599 to 0-1855). Thus we obtained readings over a wide range of the upper part of the 02 dissociation curve.
APPARATUS AND SUBJECTS ATLAS OXIMETER TYPE E.M. 45B The oximeter was allowed to warm up for one hour before use. It was set up according to the maker's instructions. On first using the instrument this procedure seemed to be rather laborious, but with practice it could be carried out within 15 minutes. Three gain settings were used (Fig. 2) . REBREATHING BAG This was of volume 3 1. with sampling leads at the neck.
GAS ANALYSER A Lloyd-Haldane (Lloyd, 1958) or Scholander (1947) The protocol was as follows:
(1) The oximeter was set to read 100% saturation after the subject had been breathing 100% 02 for sufficient time for the reading to become constant. This usually took about 5 minutes.
(2) The reading for saturation was noted after the 02 had been washed out of the lungs by breathing air for 10 to 15 minutes.
(3) The subject rebreathed his expired gas from a bag of 3 1. volume for as long as he could tolerate, or until the saturation fell to about 50%, or until the Po2 fell to about 30 mm. Hg. This usually took 1+ to 2 minutes.
(4) The lung-to-ear circulation time (about 5 sec.) was determined from the delay between the end of rebreathing and the subsequent rise in saturation. Allowance was made for this delay in the subsequent analyses.
The 02 and C02 concentrations in the bag at the end of rebreathing were measured with the Scholander or Lloyd-Haldane apparatus. During rebreathing the gas passing back and forth from the bag to the lungs through the mouthpiece was continuously sampled and analysed with the mass spectrometer (Fig. 1) . The saturation as shown on the oximeter was recorded repeatedly. 2min.
FIG. 1. Mass spectrometer tracings of Pco2 and Po2
sampled continuously at the mouth of a bag from which a normal subject was rebreathing expired air.
The values for (H+) were predictedfrom the change in Pco2, and the predicted saturation values were obtained from an oxygen dissociation curve. The observed saturation values were those shown by the oximeter, allowance being made for the circulation time.
The predicted saturation corresponding to each estimate of the alveolar Po2 was obtained from the standard dissociation curve of Dill (1944) . Allowance for the change in blood pH (or H+ activity) was made as follows. A normal (H+) (40 nanoNormal) and PCo2 (40 mm. Hg) were assumed at calculated from the final PCO2 using a PCO2/HCOg the start of rebreathing. The final (H+) was then diagram (Campbell, 1962) , assuming that the wholebody dissociation curve resembles that of blood. The dissociation curve for the body is somewhat less steep than that for blood (Brackett, Cohen, and Schwartz, 1965) , but the effect of this difference on the calculated (H+) and saturation is unimpcrtant in the range observed.
DETERMINATION OF UPPER PART OF DISSOCIATION CURVE
The protocol for this study was:
(1) The oximeter was switched on to warm up for an hour; the subject rested for 10 to 15 minutes.
(2) The oximeter was set on the ear according to the maker's instructions with an added operating gain of 10% (see below). The subject breathed 100% 02 for a few minutes; the oximeter was set at 100% saturation. The subject breathed air, and the Sao2 was obtained from the oximeter reading after the excess 02 had been washed out from the lungs.
(3) Expired gas was collected for 4 to 5 minutes in a previously flushed Douglas bag. Saturation readings were taken every 15 seconds during the period.
(4) The mixed venous Pco2 (PVco2),-and hence arterial Pco2-was estimated by the two-stage rebreathing method of Campbell and Howell (1960) or the one-stage method of Collier (1956) .
(5) The inspired gas mixture was changed from air to the low 02 mixture.
After 10 to 15 minutes of quiet breathing, (3) and (4) were repeated.
(6) The expired gas was analysed for 02, C02, and N2.
(7) The barometric pressure and temperature were noted.
CALCULATION OF Sc'02 AND PC'02 The SC'02 was taken to equal Sao2 + 1 and the Pc'02 was taken to be equal to PAO2 (see preliminary considerations). PAO2 was calculated from the alveolar air equation, assuming that alveolar Pco2 was equal to arterial PCo2; arterial PCO2 was derived from the measured mixed venous Pco2, assuming an arteriovenous Pco2 difference of 6 mm. Hg (Hackney, Sears, and Collier, 1958; Campbell and Howell, 1960) . We used this method to determine the PAO2 (and hence Pc'o2) rather than any direct procedure, such as end-tidal sampling, for two reasons: first, because it is easier to use this method than end-tidal sampling in a routine clinical laboratory, and, secondly, end-tidal sampling cannot be used to estimate effective alveolar Po2 in subjects with abnormal ventilation:blood flow relationships.
RESULTS REBREATHING CALIBRATION The relationship between observed and predicted changes in saturation were linear at all three gain settings (Fig. 2) The results were examined to see the importance of various factors in the hope that the procedure could be simplified by omitting some of the more tedious measurements. We accordingly assumed a barometric pressure of 760 mm. Hg and respiratory exchange ratio of 0-8 and repeated the calculations. In doing this we were in some difficulty because the average R of our subjects while breathing low 02 was unduly high, probably because the period of wash-in had not been long enough to attain a steady state. Despite this the results of simplification were satisfactory (Fig. 4) . The second regression line (dotted line) has altered a little but differs in position by no more than 0-6% saturation over the range. The use of ear oximetry inevitably introduces analytical errors greater than those experienced in standard spectrophotometry because it does not satisfy any of the conditions which should be present before the Lambert-Beer Law can be applied. The light used is not monochromatic; it is passed through a particulate suspension (blood) in a variable cuvette (the ear). However, by using the method described the random effects of these variables on the performance of the individual instrument can be assessed and the systematic effects of these and some other physiological variables can be eliminated as described in the introduction.
It should be noted that if the oximeter is to be used only for evaluating pulmonary function, the accuracy required of the rebreathing procedure need not be very great because the dissociation curve determined by the second procedure is still usable even if its slope is slightly wrong. Ironically, the data for directly determined 02 dissociation curves in the usual arterial range in all the papers we examined were much less extensive and more variable than those in Figure 3 .
We did not attempt to define the°2 dissociation curve in the region where its slope is changing rapidly or in its lower, steep part for two reasons: first, it is technically more difficult and some of the assumptions become less justifiable; secondly, the aim of the study was to improve the value of oximetry in detecting minor degrees of unsaturation, its accuracy in recording more gross changes being sufficiently revealed by the rebreathing procedure. (ASao2) should be noted. If the saturation has not finished rising -before the end of this procedure the subject should be given 02 to breathe until it has finished rising. Observed arterial saturation is then 100-ASao2. Predicted pulmonary capillary saturation is estimated by using the operational dissociation curve to find the saturation value corresponding to PAO2= 150-1.2 (PVCo2 -6).
The observed saturation should not be more than 2% below the predicted. The confidence of the estimated difference between the observed and the predicted saturation is indicated by the variability of the data from which the dissociation curve was derived. If the pulmonary capillaryvenous 02 saturation difference S(c -V) is known or can be assumed, the difference between the observed and predicted saturation (ASao2) can be expressed as the equivalent of a shunt equal to S(ca-2 x 100% of systemic arterial blood flow.
SUMMARY
Two complementary methods of calibrating an ear oximeter have been examined. Both use the lungs of normal subjects as a tonometer and obviate the need for arterial blood sampling.
(1) The accuracy in measuring change in saturation was estimated by having a normal subject rebreathe from a bag of expired air producing equilibrium between the bag, the alveolar gas, and the pulmonary capillary blood. The 02 and CO2 concentrations in the bag were measured and saturation was predicted from a standard dissociation curve taking into account the change in the hydrogen ion activity. This saturation was compared with the observed saturation on the oximeter and a calibration curve was obtained.
(2) A dissociation curve was constructed, using the instrument, by estimating the 02 pressure and saturation in the pulmonary capillary blood (Pc'o2 and Sc'o2). Alveolar Po2 was estimated from mixed venous Pco2 and the alveolar air equation.
Pc'o2 was taken to be the same as alveolar Po2.
Saturation at the ear (Sao2) was measured by the oximeter and the Sc'o2 was taken to be Sao2 + 1. The method was further simplified by assuming a barometric pressure of 760 mm. Hg and a respiratory exchange ratio of 0-8 without clinically significant loss of accuracy.
Simplifications of these methods are described. Provided the first procedure is used occasionally to check the instrument (the time required for this and its simplicity facilitate frequent calibration), the second procedure need only be carried out once.
If the upper part of the dissociation curve is obtained by the method described, several sources of variability in the measurement of arterial saturation can be greatly reduced and the detection of arterial unsaturation due to defective pulmonary uptake can be improved. 
